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(1) Requesting a meeting with the Di-
rector, Office of Surveillance and Bio-
metrics, who generally issues the order 
for postmarket surveillance; 

(2) Seeking internal review of the 
order under § 10.75 of this chapter; 

(3) Requesting an informal hearing 
under part 16 of this chapter; or 

(4) Requesting review by the Medical 
Devices Dispute Resolution Panel of 
the Medical Devices Advisory Com-
mittee. 

(b) You may obtain guidance docu-
ments that discuss these mechanisms 
from the Center for Devices and Radio-
logical Health’s (CDRH’s) Web site 
(http://www.fda.gov/AboutFDA/ 
CentersOffices/ 
OfficeofMedicalProductsandTobacco/ 
CDRH/CDRHOmbudsman/default.htm.). 

[67 FR 38887, June 6, 2002, as amended at 72 
FR 17399, Apr. 9, 2007; 78 FR 18233, Mar. 26, 
2013] 

Subpart C—Postmarket 
Surveillance Plan 

§ 822.8 When, where, and how must I 
submit my postmarket surveillance 
plan? 

You must submit your plan to con-
duct postmarket surveillance within 30 
days of the date you receive the 
postmarket surveillance order. For de-
vices regulated by the Center for Bio-
logics Evaluation and Research, send 
three copies of your submission to the 
Document Control Center (HFM–99), 
Center for Biologics Evaluation and 
Research, Food and Drug Administra-
tion, 1401 Rockville Pike, suite 200N, 
Rockville, MD 20852–1448. For devices 
regulated by the Center for Drug Eval-
uation and Research, send three copies 
of your submission to the Central Doc-
ument Room, Center for Drug Evalua-
tion and Research, Food and Drug Ad-
ministration, 5901–B, Ammendale Rd., 
Beltsville, MD 20705–1266. For devices 
regulated by the Center for Devices and 
Radiological Health, send three copies 
of your submission to the Document 
Mail Center, 10903 New Hampshire 
Ave., Bldg. 66, rm. G609, Silver Spring, 
MD 20993–0002. When we receive your 
original submission, we will send you 
an acknowledgment letter identifying 
the unique document number assigned 
to your submission. You must use this 

number in any correspondence related 
to this submission. 

[75 FR 20915, Apr. 22, 2010] 

§ 822.9 What must I include in my sub-
mission? 

Your submission must include the 
following: 

(a) Organizational/administrative in-
formation: 

(1) Your name and address; 
(2) Generic and trade names of your 

device; 
(3) Name and address of the contact 

person for the submission; 
(4) Premarket application/submission 

numbers for your device; 
(5) Table of contents identifying the 

page numbers for each section of the 
submission; 

(6) Description of the device (this 
may be incorporated by reference to 
the appropriate premarket application/ 
submission); 

(7) Product codes and a list of all rel-
evant model numbers; and 

(8) Indications for use and claims for 
the device; 

(b) Postmarket surveillance plan; 
(c) Designated person information; 
(1) Name, address, and telephone 

number; and 
(2) Experience and qualifications. 

§ 822.10 What must I include in my 
surveillance plan? 

Your surveillance plan must include 
a discussion of: 

(a) The plan objective(s) addressing 
the surveillance question(s) identified 
in our order; 

(b) The subject of the study, e.g., pa-
tients, the device, animals; 

(c) The variables and endpoints that 
will be used to answer the surveillance 
question, e.g., clinical parameters or 
outcomes; 

(d) The surveillance approach or 
methodology to be used; 

(e) Sample size and units of observa-
tion; 

(f) The investigator agreement, if ap-
plicable; 

(g) Sources of data, e.g., hospital 
records; 

(h) The data collection plan and 
forms; 

(i) The consent document, if applica-
ble; 
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(j) Institutional Review Board infor-
mation, if applicable; 

(k) The patient followup plan, if ap-
plicable; 

(l) The procedures for monitoring 
conduct and progress of the surveil-
lance; 

(m) An estimate of the duration of 
surveillance; 

(n) All data analyses and statistical 
tests planned; 

(o) The content and timing of re-
ports. 

§ 822.11 What should I consider when 
designing my plan to conduct 
postmarket surveillance? 

You must design your surveillance to 
address the postmarket surveillance 
question identified in the order you re-
ceived. You should consider what, if 
any, patient protection measures 
should be incorporated into your plan. 
You should also consider the function, 
operating characteristics, and intended 
use of your device when designing a 
surveillance approach. 

§ 822.12 Do you have any information 
that will help me prepare my sub-
mission or design my postmarket 
surveillance plan? 

Guidance documents that discuss our 
current thinking on preparing a 
postmarket surveillance submission 
and designing a postmarket surveil-
lance plan are available on the Center 
for Devices and Radiological Health’s 
Web site and from the Food and Drug 
Administration, Center for Devices and 
Radiological Health, Office of Surveil-
lance and Biometrics, 10903 New Hamp-
shire Ave., Bldg. 66, rm. 3219, Silver 
Spring, MD 20993–0002. Guidance docu-
ments represent our current interpre-
tation of, or policy on, a regulatory 
issue. They do not establish legally en-
forceable rights or responsibilities and 
do not legally bind you or FDA. You 
may choose to use an approach other 
than the one set forth in a guidance 
document, as long as your alternative 
approach complies with the relevant 
statutes (laws) and regulations. If you 
wish, we will meet with you to discuss 
whether an alternative approach you 
are considering will satisfy the require-
ments of the act and regulations. 

[75 FR 20915, Apr. 22, 2010] 

§ 822.13 [Reserved] 

§ 822.14 May I reference information 
previously submitted instead of 
submitting it again? 

Yes, you may reference information 
that you have submitted in premarket 
submissions as well as other 
postmarket surveillance submissions. 
You must specify the information to be 
incorporated and the document number 
and pages where the information is lo-
cated. 

§ 822.15 How long must I conduct 
postmarket surveillance of my de-
vice? 

The length of postmarket surveil-
lance will depend on the postmarket 
surveillance question identified in our 
order. We may order prospective sur-
veillance for a period up to 36 months; 
longer periods require your agreement. 
If we believe that a prospective period 
of greater than 36 months is necessary 
to address the surveillance question, 
and you do not agree, we will use the 
Medical Devices Dispute Resolution 
Panel to resolve the matter. You may 
obtain guidance regarding dispute reso-
lution procedures from the Center for 
Devices and Radiological Health’s 
(CDRH’) Web site (http://www.fda.gov/ 
AboutFDA/CentersOffices/ 
OfficeofMedicalProductsandTobacco/ 
CDRH/CDRHOmbudsman/default.htm.). 
The 36-month period refers to the sur-
veillance period, not the length of time 
from the issuance of the order. 

[72 FR 17400, Apr. 9, 2007, as amended at 78 
FR 18233, Mar. 26, 2013] 

Subpart D—FDA Review and 
Action 

§ 822.16 What will you consider in the 
review of my submission? 

First, we will determine that the sub-
mission is administratively complete. 
Then, in accordance with the law, we 
must determine whether the des-
ignated person has appropriate quali-
fications and experience to conduct the 
surveillance and whether the surveil-
lance plan will result in the collection 
of useful data that will answer the sur-
veillance question. 
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